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INTRODUCTION

The success of intensity-modulated radiation therapy (IMRT) or 4-D conformal radia-
tion therapy (CRT) is reliant heavily on accurate image-guidance in prostate cancer treat-
ment. Cone-beam CT (CBCT) image acquisition is becoming one of the dominant imaging
modalities, and the accuracy of CBCT images and the radiation dose of CBCT imaging
are considered important issues [1,2]. Most scanning geometries of CBCT used in prostate
cancer treatment are circular trajectories, which yield insu�cient data for theoretically exact
volumetric image reconstruction. As a consequence, images reconstructed by approximate
algorithms, mostly based on the Feldkamp algorithm, often contain artifacts such as streaks,
intensity drop, and image deformation in regions away from the trajectory plane [3]. Ra-
diation dose to the prostate cancer patient due to CBCT should be carefully studied, and
imaging schemes that can lead to minimum dose should be devised, if interplay between
imaging and therapeutic dose conformity is considered, This is of high importance especially
in repeated scans during the treatment process for potentially adapting treatment plans to
changes in prostate over time. The overall objective of this project is to investigate and
develop innovative CBCT scanning methods and corresponding reconstruction algorithms
for enhancing image accuracy of the patient's prostate and/or for reducing patient dose in
CBCT. During the second year of the traineeship, image reconstruction algorithm of a short
object in the reverse helical CBCT has been developed, an algorithm is under investigation
for a long object image reconstruction, intensity-weighted region-of-interest (IWROI) recon-
struction methods have been developed to reduce imaging radiation dose, and an updated
few-view CBCT approach has also been proposed for reduction of imaging radiation dose.
This report summarizes the progress of this Predoctoral Traineeship Award project made by
the recipient during the past one year.
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BODY

1 Training Accomplishments

At the time of this report, the recipient, Seungryong Cho, of the Predoctoral Traineeship
Award has taken 22 out of 22 required courses towards his Ph.D. degree in medical physics.
The courses include physics of medical imaging, physics of radiation therapy, mathematics for
medical physicists, image guided radiation therapy, statistics, anatomy of the body, radiation
biology and teaching assistantship.

2 Research Accomplishments

2.1 Investigation of reconstruction algorithms for reverse helical CBCT

Helical scanning con�guration is used widely in diagnostic CBCT for acquiring data su�cient
for exact image reconstruction over an extended volume. In image-guided radiation ther-
apy (IGRT) and other applications of CBCT, it is di�cult, if not impossible, to implement
mechanically a multiple-turn helical trajectory on the imaging systems due to hardware con-
straints. However, imaging systems in these applications often allow for the implementation
of reverse helical trajectories in which the rotation direction changes between two turns. Im-
age reconstruction algorithms have been investigated for this novel scanning con�guration.
The recently developed chord-based backprojection-�ltration (BPF) algorithm has been ap-
plied to the reverse helical CBCT, and it was shown that chordless regions exist in which
no images can thus be reconstructed by use of the chord-based algorithms. A shift-invariant
�ltered backprojection (FBP) algorithm that does not depend upon the chords has therefore
been developed for volumetric image reconstruction in a reverse helical CBCT [4].

However, the proposed FBP algorithm cannot handle a long object that extends beyond
the reverse helix along the longitudinal direction. Therefore, a hybrid approach has been
investigated for solving the long object problem in the reverse helical CBCT, and a BPF-FBP
tandem algorithm has been developed [5]. In this approach, a chord-based BPF algorithm
is �rst applied and the reconstructed volume image is reprojected and subtracted from the
original cone-beam data so that the FBP algorithm can reconstruct the chordless region of
the volume image. The manuscript on this hybrid approach is currently in preparation and
the previous work published in Medical Physics is attached as Appendix A.

2.2 Investigation of IWROI image reconstruction in circular CBCT

As an attempt to reduce patient dose, scanning time, and scatter to the detector, we have
investigated algorithms for ROI image reconstruction in CBCT. A backprojection-�ltration
(BPF) algorithm based on chords has been developed to reconstruct ROI images from trun-
cated data set which contains only the projections of the ROI in a circular scan. It was
observed, however, that the ROI reconstructible by the chord-based algorithms cannot be
exclusively the treatment target in general. The ROI usually contains more than the target
including those organs sensitive to the radiation. In this regard, we proposed an innova-
tive, intensity-weighted ROI imaging technique to lower patient dose to the normal tissue
surrounding the target and at the same time to preserve the image quality of the target in
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the ROI. The ROI in this task is divided into two subROI's. Higher dose is delivered to the
inner ROI containing the target, and lower dose is to the outer ROI. Each projection image,
therefore, will have di�erent noise levels in two regions: inner ROI projection and outer ROI
projection.

Clinical feasibility of the IWROI imaging was investigated with the on-board imaging
(OBI) system on a Trilogy linear accelerator (Varian Medical Systems) [6]. The OBI system
is composed of an x-ray source and �at panel detector mounted on the accelerator gantry
orthogonal to the treatment beam. A nonuniform �lter is placed in the x-ray beam to create
regions of two di�erent beam intensities. In this manner, regions outside the target area
can be given a reduced dose but still visualized with a lower contrast-to-noise-ratio (CNR).
Image artifacts due to transverse data truncation, which would have occurred in conventional
reconstruction algorithms, are avoided and image noise levels of the low and high-intensity
regions are well controlled by use of the chord-based BPF reconstruction algorithm. A
preliminary measurement of dose reduction has been performed [7], and we believe the
proposed IWROI technique can play an important role in prostate IGRT. The details of the
work are attached as Appendix B.

2.3 Investigation of few-view CBCT for IGRT

As another attempt to reduce patient dose, scanning time, we have investigated a few-
view CBCT for IGRT. One unique feature of CBCT for interfraction motion detection is
the availability of prior anatomical images, which contains no substantial changes. A prior
image may be available from the previous fraction CBCT scan, or an initial CBCT set-
up scan. These scans contain the same anatomical information as the current scan except
for anatomical changes due to internal motion or patient weight gain/loss. However, a
substantial portion of the image, particularly including bony structures and surrounding
tissues, remains unchanged. We proposed an iterative algorithm for image reconstruction
from a very limited number of projections in CBCT, which is based on minimization of the
image total-variation (TV) subject to the constraints of data �delity and positivity and that
utilizes information available from a prior image [8].

We have previously proposed a TV algorithm utilizing prior image with internal motion
as an initial guess in few-view fan-beam CT, and successfully demonstrated that the number
of views for image reconstruction can be reduced from that needed in the TV algorithm
without prior in the numerical study (roughly speaking, from 20 views to 10 views) [9].
Using the prior image as an initial image estimate in the iterative process is thought to help
�nd the true minimum TV image that meets the data �delity constraint, whereas a local
minimum may be found when no prior image information is used. However, it was observed
that the unchanged portion of the prior image, which is controlled in the numerical study,
could be vulnerable to changes as the iteration steps advance and may degrade when the
amount of projection data is extremely limited (e.g. �ve views). In the modi�ed work, we
mask the image region that is unchanged from the prior image so that the masked region is
not in�uenced by the updates during iterative steps. We showed in numerical simulations
that successful image reconstruction can be realized from �ve views. The preliminary study
has been accepted for an oral presentation at the SPIE Medical Imaging Conference, 2009.
The paper is also attached as Appendix C.
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KEY RESEARCH ACCOMPLISHMENTS

• We have previously proposed a novel image acquisition geometry of reverse helix for
CBCT imagers mounted on LINAC treatment systems used for prostate cancer IGRT,
and developed an exact image reconstruction algorithm for a short object within the
reverse helix.

• We have proposed a hybrid approach and developed a BPF-FBP tandem algorithm for
image reconstruction of a long object in the reverse helical CBCT.

• We have investigated the clinical feasibility of an IWROI imaging for prostate cancer
IGRT using the OBI system on a Trilogy linear accelerator (Varian Medical Systems).

• We have conducted a preliminary measurement of dose reduction via IWROI imaging
and reported a reduction of 37 %. The proposed method can therefore bring in useful
outcomes in terms of dose management and image-guidance.

• We have performed a preliminary, but substantial, numerical study of a prior-image-
based few-view CBCT for prostate cancer IGRT based on TV algorithms. Successful
implementation of the proposed imaging technique to the clinical setting can lead to a
signi�cant reduction of imaging dose.
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REPORTABLE OUTCOMES

Peer-reviewed Journal Articles

1. S. Cho, D. Xia, C. A. Pelizzari, and X. Pan: Exact reconstruction of volumetric images
in reverse helical cone-beam CT, Med. Phys., 35, pp. 3030-3040, 2008.

2. S. Cho, E. Pearson, C. A. Pelizzari, and X. Pan: Region-of-interest imaging with
intensity-weighting in circular cone-beam CT for image-guided radiation therapy, Med.
Phys. (accepted with revision), 2008.

3. D. Xia, S. Cho, and X. Pan: Image reconstruction for a reduced scan in circular
sinusoidal cone-beam CT, Opt. Engr., (submitted), 2008.

4. S. Cho, C. A. Pelizzari, and X. Pan: A BPF-FBP tandem algorithm for image recon-
struction in reverse helical cone-beam computed tomography, (in preparation), 2009

Conference Proceeding Articles

1. D. Xia, S. Cho, J. Bian, E. Sidky, C. A. Pelizzari, and X. Pan: Tomosynthesis with
source distributions over a surface, Proc. SPIE, Vol. 6913, 69132A, 2008.

2. S. Cho, E. Sidky, C. A. Pelizzari, and X. Pan: A preliminary investigation of using
prior information for potentially improving image reconstruction in few-view CT, Proc.
SPIE, Vol. 6913, 69132C, 2008.

3. S. Cho, E. Pearson, D. Xia, X. Han, C. A. Pelizzari, and X. Pan: A preliminary study
of intensity-weighted ROI imaging in cone-beam CT, Proc. SPIE, Vol. 6913, 691325,
2008.

Conference Presentations and Abstracts

1. S. Cho, E. Pearson, C. A. Pelizzari, and X. Pan: Image artifacts caused by the extra
focal spot of an x-ray tube in cone-beam computed tomography, AAPM, Houston, TX,
2008.

2. E. Pearson, S. Cho, X. Pan, and C. A. Pelizzari: Dose reduction in CBCT via intensity-
weighted region-of-interest imaging, AAPM, Houston, TX, 2008.

3. E. Pearson, S. Cho, X. Pan, and C. A. Pelizzari: Region-of-interest imaging for cone-
beam CT in radiation therapy, Varian Research Partnership Symposium, Austin, TX,
2008.

4. D. Xia, S. Cho, and X. Pan: Backprojection-�ltration reconstruction without invoking
a spatially varying weighting factor, IEEE MIC, Dresden, Germany, 2008.

5. S. Cho, E. Pearson, E. Sidky, J. Bian, C. A. Pelizzari, and X. Pan: Prior-image-
based few-view cone-beam CT for applications to daily scan in image-guided radiation
therapy: Preliminary study, accepted for oral presentation in SPIE Medical Imaging
Conference, 2009.
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6. S. Cho, E. Pearson, C. A. Pelizzari, and X. Pan: Noise analysis in intensity-weighted
region-of-interest imaging for cone-beam CT, accepted for oral presentation in SPIE
Medical Imaging Conference, 2009.

Honors and Awards

• The Carl J. Vyborny Journal Club Award, Graduate Programs in Medical Physics, The
University of Chicago, 2008

• Paul C. Hodges Research Award, Department of Radiology, The University of Chicago,
2008
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CONCLUSIONS

The recipient of the Predoctoral Traineeship Award has �nished the required courses
towards his Ph.D. degree. These trainings have proven useful for the recipient to achieve the
proposed research goals.

During the second year, we have continued to investigate innovative approaches in cone-
beam CT for IGRT that can increase the accuracy of the reconstructed images and/or
reduce radiation dose to the patient having prostate cancer. A BPF-FBP tandem image
reconstruction algorithm has been proposed for prostate IGRT using a reverse helical CBCT
scan. An IWROI imaging method has been proposed for sparing imaging radiation dose to
the surrounding tissues and overall dose to the patient as well, and its clinical feasibility
has been successfully investigated. A prior-image-based few-view CBCT technique has been
proposed, and the preliminary results of a numerical study suggest its potential usefulness
in prostate IGRT.

Overall, we have achieved the goals for the second year and are well prepared for the
research in the next year. Our goals in the next year include a thorough evaluation of dose
reduction via IWROI imaging, an experimental demonstration of the feasibility of the prior-
image-based few-view CBCT, and experimental implementation of the reverse helical CBCT;
all of these will be studied in the context of applications to prostate cancer IGRT.
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Exact reconstruction of volumetric images in reverse helical cone-beam CT
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Helical scanning configuration has been used widely in diagnostic cone-beam computed tomogra-
phy �CBCT� for acquiring data sufficient for exact image reconstruction over an extended volume.
In image-guided radiation therapy �IGRT� and other applications of CBCT, it can be difficult, if not
impossible, to implement mechanically a multiple-turn helical trajectory on the imaging systems
due to hardware constraints. However, imaging systems in these applications often allow for the
implementation of a reverse helical trajectory in which the rotation direction changes between two
consecutive turns. Because the reverse helical trajectory satisfies Tuy’s condition, when projections
of the imaged object are nontruncated, it yields data sufficient for exact image reconstruction within
the reverse helix volume. The recently developed chord-based algorithms such as the backprojec-
tion filtration �BPF� algorithm can readily be applied to reconstructing images on chords of a
reverse helical trajectory, and they can thus reconstruct an image within a volume covered by the
chords. Conversely, the chord-based algorithms cannot reconstruct images within regions that are
not intersected by chords. In a reverse helix volume, as shown below, chordless regions exist in
which no images can thus be reconstructed by use of the chord-based algorithms. In this work,
based upon Pack–Noo’s formula, a shift-invariant filtered backprojection �FBP� algorithm is de-
rived for exact image reconstruction within the reverse helix volume, including the chordless
region. Numerical studies have also been conducted to demonstrate the chordless region in a
reverse helix volume and to validate the FBP algorithm for image reconstruction within the chord-
less region. Results of the numerical studies confirm that the FBP algorithm can exactly reconstruct
an image within the entire reverse helix volume, including the chordless region. It is relatively
straightforward to extend the FBP algorithm to reconstruct images for general trajectories, including
reverse helical trajectories with variable pitch, tilted axis, and/or additional segments between
turns. © 2008 American Association of Physicists in Medicine. �DOI: 10.1118/1.2936219�

Key words: cone-beam computed tomography, reconstruction, reverse helical, filtered
backprojection, image-guided radiation therapy
I. INTRODUCTION

Computed tomography �CT� is used widely as one of the
leading imaging modalities in image-guided radiation
therapy �IGRT�. In the last few years, cone-beam CT
�CBCT� with a KV source that is mounted on the rotation
gantry of a linear accelerator �LINAC� treatment system has
become commercially available.1–3 Integration of such a
KV-CT imaging component into the LINAC system allows
the KV-imaging and MV-treatment processes to share iden-
tical spatial, and temporal information about the treated pa-
tient. Currently, a KV-CT imaging scanner mounted on
LINAC treatment system acquires cone-beam data by use of
a scanning configuration in which the x-ray source and the
detector move along a circular trajectory, largely because the

mechanical implementation of a circular configuration is

3030 Med. Phys. 35 „7…, July 2008 0094-2405/2008/35„7…/
relatively easy. The FDK algorithm4 and its variations have
been proposed, and widely used in practice, for reconstruct-
ing approximate images from circular cone-beam data. How-
ever, due to data insufficiency, there may exist cone-beam
image artifacts that include intensity drop, streak artifacts,
and image deformation in reconstructed images.5,6 The im-
age artifacts would become more serious when a larger cone
angle is used for acquiring data.

The helical source trajectory has become a standard scan-
ning configuration in diagnostic CT because it can collect
cone-beam data sufficient for exact reconstruction of volume
images. Diagnostic CT achieves an extended longitudinal
coverage by use of the slip-ring technology, which allows the
x-ray source and the detector to rotate multiple turns continu-
ously in one direction, while the patient couch is translated at

a constant speed along one direction, thus forming a

30303030/11/$23.00 © 2008 Am. Assoc. Phys. Med.13
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multiple-turn helical source trajectory. The LINAC-mounted
KV cone-beam CT, however, can rotate only one turn in
either direction, and must reverse rotation direction after
each turn. Therefore, the LINAC-mounted KV cone-beam
CT imager can achieve only a one-turn helical source trajec-
tory without altering the couch motion mode. It is expected
that certain image-guided radiation therapy �IGRT� applica-
tions based on cone-beam CT images may benefit from an
extended volume coverage of the patient.7 Although single-
turn helical trajectory offers some extension of the imaged
volume, it may be desirable to achieve an extended longitu-
dinal coverage beyond that of a one-turn helical trajectory.
One natural way to extend the longitudinal coverage is that
the couch is translated continuously along one direction
while the LINAC gantry reverses its rotation direction after
each turn, thus resulting in a multiple-turn reverse helical
trajectory.

In this work, we investigate image reconstruction from
cone-beam data acquired with reverse helical trajectories. In
the last several years, significant advances have been made in
algorithm development for accurate image reconstruction in
helical CBCT, including Katsevich’s filtered-backprojection-
type algorithm and the chord-based algorithms.8–10 These al-
gorithms have also been extended to the algorithms for gen-
eral source trajectories.11–15 We first apply, in this work, the
recently developed chord-based algorithm10,13 to reconstruct-
ing images because they are directly applicable to general
continuous trajectories including reverse helical trajectories.
A chord is defined as a line segment connecting any two
points on a continuous source trajectory; and chord-based
algorithms reconstruct volume images through reconstruct-
ing images on all of the chords that intersect the volume.
Because any selected volume enclosed by a conventional
helical trajectory used in diagnostic CT is covered com-
pletely by chords,16 chord-based algorithms can reconstruct
images within the selected volume for a conventional helical
trajectory.

As will be shown below, however, some portions of the
reverse helix volume are not intersected by any chords, thus
forming chordless regions in which images cannot be recon-
structed by use of the chord-based algorithms. Therefore, the
focus of the work is at developing a shift-invariant filtered
backprojection �FBP� reconstruction algorithm for exactly
reconstructing images within the entire reverse helix volume
based upon Pack–Noo’s formula.17,18 We have conducted a
study to analyze and demonstrate numerically the chordless
region in a reverse helix volume that cannot be reconstructed
by use of the chord-based algorithm. Additional numerical
studies were conducted to validate the proposed FBP algo-
rithm for image reconstruction within the chordless region.
Results of the numerical studies confirm that, unlike the
chord-based backprojection filtration �BPF� algorithm that
can yield only an incomplete volume image, the proposed
FBP algorithm can exactly reconstruct an image within the
reverse helix volume. It is worthwhile to note, however, that
the proposed FBP algorithm cannot be used directly for long
object scan, because the algorithm involves data filtering

along the longitudinal direction, along which the projection

Medical Physics, Vol. 35, No. 7, July 2008
data may contain data truncation. However, it may be pos-
sible to address the long object problem by combining the
chord-based BPF and the proposed FBP algorithms. It is
relatively straightforward to extend the proposed FBP algo-
rithm to reconstruct images for general trajectories, including
reverse helical trajectories with variable pitch, tilted axis,
and/or additional line segments between turns.

II. A REVERSE HELICAL TRAJECTORY

The conventional helical and reverse helical trajectories
can be specified by the rotation angle � of the source. For
comparison, we give below the mathematical expressions for
the two trajectories in the coordinate system that is fixed on
the imaged object. For a conventional helical trajectory
r�0���, it can be expressed as

r�0��� = �R cos �,R sin �,
h

2�
�, � � ��s,�e� , �1�

where R denotes the distance from the source to the rotation
axis, h the helical pitch, and �s and �e the starting and ending
angle of the helical trajectory. In Fig. 1�a�, we display a
two-turn conventional helical trajectory specified by �
� ��s ,�e�= �−2� ,2��. In contrast, the reverse helical trajec-
tory r�0��� can be written as

r�0��� = �R cos��− 1�n��,R sin��− 1�n��,
h

2�
�� ,

� � ��s,�e� , �2�

where integer n indicates the nth turn, and it can be written
in terms of a floor function “��” as

n = � �

2� � + 1. �3�

Without loss of generality, we have assumed that the turn
with n=0 in the reverse helical trajectory is a turn in the
conventional helical trajectory. For example, as shown in
Fig. 1, for a two-turn reverse helical trajectory specified by
�� ��s ,�e�= �−2� ,2��, we have

r�0��� = �R cos �,R sin �,
h

2�
��, � � �− 2�,0�

r�0��� = �R cos�− ��,R sin�− ��,
h

��, � � �0,2�� . �4�

x
y

z

(a) (b)

x
y

z

FIG. 1. A two-turn conventional helical trajectory �a� and a two-turn reverse
helical trajectory �b� in the coordinate system �x ,y ,z� that is fixed on the
imaged object.
2�

14



3032 Cho et al.: Reverse helical cone-beam CT 3032
Let f�r�� be an object function with a support that is con-
tained completely within the volume enclosed by a reverse
helical trajectory. The cone-beam projection from the source
point r�0��� can be written as

g��, �̂� = 	
0

�

dtf�r�0��� + t�̂� , �5�

where �̂ denotes the direction of x-ray transform of f�r�� from
r�0���. The task of image reconstruction is to recover f�r��
from the cone-beam projection data acquired with a reverse
helical trajectory r�0��� specified in Eq. �2�.

III. CHORD-BASED ALGORITHM FOR REVERSE
HELICAL TRAJECTORIES

A chord of a continuous trajectory is defined as a line
segment connecting any two points on the trajectory. If a
volume is covered completely by chords, the image within
the volume can be obtained through reconstructing images
on all of the chords by use of the chord-based algorithms.
Although the chord-based algorithms can have the forms of
backprojection filtration �BPF�10 and filtered backprojection
�FBP�,19 we focus only on image reconstruction for a reverse
helical trajectory by using the chord-based BPF algorithm in
this section. Similar results can be obtained by use of the
chord-based FBP algorithms.

III.A. Chord-based BPF algorithm

We consider a chord specified by �1 and �2 on a given
source trajectory r�0���. Let

êc =
r�0��2� − r�0��1�


r�0��2� − r�0��1�

�6�

denote the direction of the chord, as shown in Fig. 2. Also,
we use xc to indicate the coordinate of a point on the chord.
It can be shown that the fixed coordinate and the chord co-
ordinate of the point are related through

r� =
1

2
�r�0��1� + r�0��2�� + xcêc, xc � �− l,l� , �7�

where l= 1 / 2 
r�0��2�−r�0��1�
 denotes one half of the chord

λr ( )0

λ0r ( )1

λ0r ( )2

ec

r

x
y

z

FIG. 2. Illustration of a chord �thin line segment� specified by �1 and �2 for
a general, continuous trajectory. The direction of the chord is êc. The thick
line segment on the chord indicates the support of the object.
length.
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Using fc�xc ,�1 ,�2� to denote the object function on the
chord, we have

f�r�� = fc�xc,�1,�2� , �8�

where r� and xc are related through Eq. �7�. Because the com-
pact support of the object function is enclosed by the trajec-
tory, the support of the object function on a chord is finite.
Without loss of generality, we assume that the object support
on the chord is given by xc� �xs1 ,xs2�. Considering a seg-
ment �xc1 ,xc2� on the chord that contains the support xc

� �xs1 ,xs2�, i.e., �xsl ,xs2�� �xc1 ,xc2�, one has

fc�xc,�1,�2� = 0 for xc � �xs1,xs2� . �9�

From cone-beam data g�� , �̂�, one can compute a back-
projection image onto the chord as

gB�xc,�1,�2� = 	
�1

�2 d�


r� − r�0���

� �

��
g��, �̂��

�̂

, �10�

where r� and xc are related through Eq. �7�. Based upon the
backprojection image on the chord, the BPF algorithm recon-
structs the object function fc�xc ,�1 ,�2� on the chord as

fc�xc,�1,�2� =
1

2�2

1
�xc2 − xc��xc − xc1�

� �	
xc1

xc2 dxc�

xc − xc�
�xc2 − xc���xc� − xc1�

� gB�xc�,�1,�2� + C� , �11�

where xc� �xc1 ,xc2�, and the constant C is given by

C = 2�	
xc1

xc2

fc�xc,�1,�2�dxc = 2�g��1, êc� . �12�

III.B. Chord-based reconstructible volume

For a reverse helical trajectory, we define a one-turn tra-
jectory segment as the portion in which the rotation direction
of the source remains unchanged. The chords of a reverse
helical trajectory can thus be divided into two classes: chords
connecting two points within a one-turn trajectory segment,
and chords connecting two points on two different one-turn
trajectory segments, which we refer to as one-turn and
multiple-turn chords, respectively. For a one-turn chord
specified by �1 and �2, ��1−�2 � �2�. Therefore, a one-turn
chord of a reverse helical trajectory is equivalent to the PI-
line segment in a conventional helical trajectory. We display
in Figs. 3�a� and 3�b� one-turn and multiple-turn chords for a
two-turn reverse helical trajectory.

It has been shown that each point enclosed by the conven-
tional helical trajectory is intersected by at least one chord,
and consequently that the volume enclosed can be covered
completely by chords.16 Therefore, the image within the vol-
ume enclosed by the conventional helical trajectory can be
reconstructed through reconstructing images on chords inter-

secting with the volume. In a reverse helical trajectory with a
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finite number of turns, however, as shown in the Appendix,
region�s� exist that are not intersected by any chords, and
thus image�s� within the region�s� cannot be reconstructed by
use of the chord-based algorithms. For a given reverse heli-
cal trajectory, one can determine the reconstructible volume
by use of the chord-based algorithm through computing the
volume covered by the chords. In Fig. 4, we demonstrate the
volumes covered by one-turn chords and multiple-turn
chords for a two-turn reverse helical trajectory, which are the
reconstructible volumes by use of the chord-based algo-
rithms. Specifically, the white regions in Fig. 4 display the
reconstructible areas by use of one-turn chords �a� and
multiple-turn chords �b� on the sagittal �top row�, coronal
�middle row�, and transverse �bottom row�, respectively.
Clearly, regions that are not covered by any chords exist for
a two-turn reverse helical trajectory; and the use of multiple-
turn chords can increase the reconstructible volume.

IV. FBP ALGORITHM FOR A REVERSE HELICAL
TRAJECTORY

In this section, using Pack–Noo’s formula, we derive a
FBP algorithm for image reconstruction from data acquired
with a reversed helical trajectory.

(b)(a)

FIG. 3. Illustration of chords �thin line segments� on a two-turn reverse
helical trajectory �thick curve�: one-turn chords �a�, and multiple-turn chords
�b�.

(a) (b)

FIG. 4. Regions �white� covered by one-turn chords �a� and two-turn chords
�b� within slices specified by x=0 �top row�, y=0 �middle row�, and z=0
�bottom row�, respectively. Therefore, the white regions represent the recon-

structible regions by use of the chord-based algorithms.
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IV.A. Pack–Noo’s reconstruction formula

Pack–Noo’s formula provides a basis for deriving FBP
algorithms for image reconstruction for a general source
trajectory.17,20 For a continuous segment of a trajectory r�0���
that begins and ends at �− and �+, we divide it into N adja-
cent, continuous subsegment trajectories of which the ith
subsegment trajectory begins and ends at �i and �i+1, where
i=1,2 , . . .N, �1=�−, and �N+1=�+. Therefore, ��− ,�+�
= ��1 ,�2�� ��2 ,�3�� ¯ ��i ,�i+1�� ¯ ��N ,�N+1�. For each
of the subsegment trajectories, Pack–Noo’s formula provides
a reconstruction as

K�r�, êi,�i,�i+1� = −
1

2�2	
�i

�i+1

d�
1


r� − r�0���

gF��,r�, êi� ,

�13�

where gF�� ,r� , êi� represents the filtered backprojection data,
given by

gF��,r�, êi� = 	
−�

�

d�
1

sin �

�g��, �̂��,r�, êi,���
��

, �14�

�̂��,r�, êi,�� = cos ��̂��,r�� + sin �	̂��,r�, êi� , �15�

	̂��,r�, êi� =
êi − �êi · �̂��,r����̂��,r��


êi − �êi · �̂��,r����̂��,r��

, �16�

and

�̂��,r�� =
r� − r�0���


r� − r�0���

. �17�

The integration over � in Eq. �14� indicates a filtering pro-
cess over the data derivative, while the filtering direction is
determined by a preselected unit vector êi�S2 for a subseg-
ment trajectory specified by ��i ,�i+1�. As discussed below,
the specific form of a derived FBP reconstruction algorithm
depends critically upon an appropriate selection of êi�S2.

For a given subsegment trajectory ��i ,�i+1� and a selected
unit vector êi, the reconstruction term K�r� , êi ,�i ,�i+1�, as in-
dicated in Eq. �13�, can be computed from cone-beam pro-
jections and can thus be interpreted as the known data func-
tion. Let �R�f��
̂ ,r� · 
̂� denote the second order derivative of
the 3D Radon transform of the object function f�r��. Pack–
Noo’s formula17 establishes a relationship between
K�r� , êi ,�i ,�i+1� and �R�f��
̂ ,r� · 
̂� as

K�r�, êi,�i,�i+1� = −
1

8�2	
S2

d
̂�R�f�

��
̂,r� · 
̂���r�,
̂, êi,�i,�i+1� , �18�

where

��r�,
̂, êi,�i,�i+1� =
1

2
sgn�
̂ · êi��sgn�
̂ · �̂��i,r���

− sgn�
̂ · �̂��i+1,r���� �19�
and “sgn” denotes the signum function. Therefore, for the N
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continuous subsegment trajectories covering the entire tra-
jectory �� ��− ,�+�, we have

�
i=1

N

K�r�, êi,�i,�i+1� = −
1

8�2	
S2

d
̂�R�f�

��
̂,r� · 
̂��̄�r�,
̂,�−,�+� , �20�

where

�̄�r�,
̂,�−,�+� = �
i=1

N

��r�,
̂, êi,�i,�i+1� . �21�

It can be observed that, if the weighting function

�̄�r�,
̂,�−,�+� = P = const., �22�

the right-hand side of Eq. �20� yields exactly P times the
inverse 3D radon transform of the object function. Under the
condition in Eq. �22�, the object function f�r�� is obtained as

f�x�� =
1

P
�
i=1

N

K�r�, êi,�i,�i+1� . �23�

The result in Eq. �23� is referred to as the FBP reconstruction
algorithm, and its derivation, as discussed above, depends
upon the appropriate selection of the unit vectors �êi� for
determining the filtering directions and upon the calculation
of �K�r� , êi ,�i ,�i+1��.

IV.B. The FBP algorithm for reverse helical
trajectories

Using Pack–Noo’s formula, we derive below a FBP algo-
rithm for image reconstruction from cone-beam data ac-
quired with a two-turn reverse helical trajectory. Extension
of the derived algorithm to multiple-turn reverse helical tra-
jectories is straightforward and will be briefly described.

For a continuous scanning trajectory, one can define a
polygon plane as the plane that intersects the trajectory at
more than two points. For each side of a polygon, there
exists a continuous subsegment of the source trajectory con-
necting two ends of the side of the polygon. Based on Pack–
Noo’s formula, a polygon-based FBP algorithm has been de-
veloped for image reconstruction for circular sinusoidal
trajectories, including the saddle trajectory.18 For a circular
sinusoidal trajectory, without loss of generality, we consider
a polygon of four sides that intersects the trajectory four
times. Let unit vectors êi denote the directions of the polygon
sides, i.e.,

êi =
r�0��i+1� − r�0��i�


r�0��i+1� − r�0��i�

, �24�

where �i and �i+1 denote the starting and ending points of the
ith subsegment trajectory corresponding to the ith side of the
polygon, and i=1,2 ,3, and 4. In this case, it has been

18,21
shown that
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�̄�r�,
̂,�−,�+� = �
i=1

4

��r�,
̂, êi,�i,�i+1� = 2, �25�

where �−=�1, �+=�5, and r�0��+�=r�0��−�. Using this result in
Eq. �23�, one obtains the FBP algorithm for exact image
reconstruction within the polygon, which is written as

f�r�� =
1

2�
i=1

4

K�r�, êi,�i,�i+1� . �26�

We now extend the FBP algorithm above to reconstruct
images for a two-turn reverse helical trajectory depicted in
Fig. 5. First of all, it is important to observe, for a given
point r� within and the side direction êi of the polygon, that
both ��r� , 
̂ , êi ,�i ,�i+1� and K�r� , êi ,�i ,�i+1� depend only
upon the starting and ending points �i and �i+1, while being
independent of the shape of the continuous subsegment tra-
jectory corresponding to side i of the polygon. Therefore, the
results in Eqs. �25� and �26� are directly applicable to image
reconstruction within a four-side polygon defined on a gen-
eral trajectory, under the conditions that �1� �−=�1, �+=�5,
and r�0��+�=r�0��−� and �2� each side of the polygon has a
continuous subsegment trajectory connecting the two ends of
the side.

Consider a polygon plane in Fig. 5�a� that is parallel to the
y-z plane and that intersects the reverse helical trajectory at
four distinctive points r�0��i�, where i=1, . . . ,4; and −2�
��1��2¯ ��4�2�. It can be observed in Fig. 5�b� that
each of sides 1, 2, and 3 of the polygon has a distinct, con-
tinuous subsegment trajectory connecting its two ends. How-
ever, side four of the polygon has a distinct, discontinuous
subsegment trajectory, which contains the starting and end-
ing points �s and �e of the reverse helical trajectory, as dis-
played in Fig. 6�a�. Therefore, Eq. �26� cannot directly be
applied to reconstructing an exact image within the polygon
for the reverse helical trajectory.

A continuous subsegment trajectory for side four may be
formed through including an additional continuous subseg-
ment trajectory that connects the starting point �s and the
ending point �e of the two-turn reverse helical trajectory. For
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λ4

λ3 λ4

λ3

λ2

λ2

λ1
e1

e2

e3
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z

x
y
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3

4

1

2
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(b)

FIG. 5. �a� The four-side polygon �shaded region� formed by four chords
each of which connects two points on the two-turn reverse helical trajectory.
The polygon plane is chosen to be parallel to y-z plane. �b� Continuous
subsegment trajectories �thick curves� corresponding to sides i of the four-
side polygon �dashed lines�, and the directions êi of the chords �i.e., the
sides� of the polygon, where i=1,2, and 3.
example, a continuous subsegment trajectory passing �s and
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�e is formed in Fig. 6�b�, which includes an additional,
straight subsegment trajectory connecting �s and �e. How-
ever, an additional subsegment trajectory requires an addi-
tional scan, thus resulting in additional scanning effort and
radiation dose.

It is indeed possible to identify a continuous subsegment
trajectory for side four without involving any additional scan
to the reverse helical trajectory.22 As shown in Fig. 7, the
union of the three distinct subsegment trajectories corre-
sponding to sides 1, 2, and 3 of the polygon forms a continu-
ous subsegment trajectory for side four of the polygon. As
mentioned above, K�r� , ê4 ,�4 ,�5� is independent of the shape
of the continuous subsegment trajectory, while depending
only upon �4 and �5, where �5 satisfies r�0��5�=r�0��1�.
Therefore, we can use the union of three distinct subsegment
trajectories of sides 1, 2, and 3 to compute K�r� , ê4 ,�4 ,�5�. In
fact, from Eq. �5� and Eqs. �13�–�17�, it can be seen that
K�r� , êi ,�i ,�i+1� depends upon �i and �i+1 through r�0��i� and
r�0��i+1�. Therefore,

K�r�, ê4,�4,�5� = K�r�, ê4,�4,�1� , �27�

in which we have used r�0��5�=r�0��1�. Furthermore, using
Eq. �13�, one can readily show that
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λ4λ3
λe

λs

λ4λe
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λ1

e4
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z
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y
4

(b)

4

FIG. 6. �a� For side four of the polygon �shade region�, the subsegment
trajectory containing the starting and ending points �s and �e consists of two
discontinuous segments �thick curves�. �b� A continuous subsegment trajec-
tory passing �s and �e can be formed for side four through including, e.g., an
additional, straight subsegment trajectory connecting �s and �e. Again, ê4

denotes the direction of side four �dashed line� of the polygon.
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λ2

λ1

λ4
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FIG. 7. The portion of a two-turn reverse helical trajectory passing through
�2 and �3 forms a continuous subsegment trajectory for side four of the

polygon in Fig. 5.
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K�r�, êi,�4,�1� = − K�r�, êi,�1,�4� . �28�

Finally, an exact image reconstruction within the polygon for
a two-turn reverse helical trajectory can be obtained as

f�r�� =
1

2�
i=1

4

K�r�, êi,�i,�i+1� =
1

2�
i=1

3

K�r�, êi,�i,�i+1�

−
1

2
K�r�, ê4,�1,�4� . �29�

We refer to Eq. �29� as the FBP algorithm for image recon-
struction for a reverse helical trajectory. As shown in Fig. 8,
the volume enclosed by a reverse helical trajectory can be
decomposed into a set of polygons. Therefore, one can
achieve a volume-image reconstruction for a reverse helical
trajectory through reconstructing images within the set of
polygons by use of the FBP algorithm described.

The FBP algorithm above was derived for a two-turn re-
verse helical trajectory. Similar approach can readily be ap-
plied to deriving an FBP algorithm for multiple-turn reverse
helical trajectories. Without loss of generality, we use a
three-turn reverse helical trajectory to illustrate such an ex-
tension. Again, for the given reverse helical trajectory, we
first select a four-side polygon whose four corners reside on
the trajectory, as shown in Fig. 9. In the case of a multiple-
turn reverse helical trajectory, different polygons can be de-
vised. In Figs. 9�a� and 9�b�, two different four-side polygons
are displayed. In these cases, it can be readily shown that,

x

y

z

FIG. 8. The volume enclosed by a two-turn reverse helical trajectory can be
decomposed into a set of parallel polygons. Without loss of generality, a set
of polygons parallel to y-z plane is shown. A volume image can be obtained
through reconstructing images within the polygons by use of the proposed
FBP algorithm.
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FIG. 9. �a� A polygon with four corners intersecting the three-turn reverse
helical trajectory at �1, �2, �4, and �6. �b� A polygon with four corners

intersecting the three-turn reverse helical trajectory at �1, �2, �5, and �6.
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when unit vectors �êi� are selected along each of the sides of
the polygon, the result in Eq. �25� remains unchanged. Fur-
thermore, a continuous subsegment trajectory can be identi-
fied for each side of the polygon. In Fig. 10, we display the
continuous subsegment trajectories for each side of the poly-
gon in Fig. 9�b�. From these continuous subsegment trajec-
tories, one can compute K�r� , êi ,�i ,�i+1� and use them in Eq.
�29� to obtain the image within the polygon. Finally, one can
obtain a volume image by reconstructing 2D images within a
set of polygons in the volume enclosed by the reverse helical
trajectories, as displayed in Fig. 11.

V. NUMERICAL RESULTS

We have performed computer simulation studies to vali-
date that the proposed FBP algorithm can reconstruct images
within the volume enclosed by a reverse helical trajectory,
including the chordless regions that cannot be reconstructed
by use of the chord-based algorithm. A low contrast 3D
Shepp–Logan phantom was used that has an ellipsoid sup-
port with axes of 13.8, 18.0, and 18.4 cm along the x, y, and
z axis, respectively. Additionally, a high contrast shoulder
phantom was also used that has an ellipsoid support with
axes of 16.0, 8.0, and 8.0 cm along the x, y, and z axis,
respectively. The shoulder phantom has been designed spe-
cifically to supply z-slice images that look like FORBILD
thorax phantom and also to prevent data truncation for this
study.23 The details of the shoulder phantom are described in

e3

e1 λ 1

e4
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FIG. 10. The continuous subsegment trajectories corresponding to each side
of the polygon in Fig. 9�b�.

x
y

z

FIG. 11. The volume enclosed by a three-turn reverse helical trajectory can
be decomposed into a set of parallel polygons. A set of polygons parallel to
y-z plane is shown here. A volume image can be obtained through recon-

structing images within the polygons.
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Table I. In the phantom, different types of objects are in-
cluded: cut ellipsoid �CE� that has cuts along long axis, el-
lipsoid �E�, cone �CN�, and cylinder �CL�. Parameters repre-
sent half lengths of long axis and two other short axes for CE
and E; top radius, bottom radius, and height for CN; and
radius and height for CL. Polar ��� and azimuthal �� angles
are given in degrees. All the lengths are in relative units, and
the phantom has been resized in the numerical study. The
reverse helical trajectories have radii of R=60 cm and the
distances of D=75 cm from the sources to detectors. The
number of projections per turn is 800. We used helical pitch
of h=40 cm in the simulation study for the proposed FBP
algorithm. For the purpose of clearly demonstrating the
chordless region in the reconstruction, we used a helical

(a) (b) (c)

FIG. 12. Images of the Shepp–Logan phantom within slices at �a� x=0 cm,
�b� y=0 cm, and �c� z=−2.5 cm reconstructed from noiseless data by use of

TABLE I. Shoulder phantom description.

Type Center Parameters Cut-length Angles �� ,� Density

CE 0,0,0 80,40,40 −70,70 0,0 1.5
CE −80,0 ,0 22,22,22 −22,10 0,0 1.5
CE 80,0,0 22,22,22 −10,22 0,0 1.5
E −88,0,0 10,10,10 0,0 2.3
E −88,0,0 8,8,8 0,0 1.5
E 88,0,0 10,10,10 0,0 2.3
E 88,0,0 8,8,8 0,0 1.5
E −65,0,0 10,10,10 0,0 2.3
E −65,0,0 8,8,8 0,0 1.5
E 65,0,0 10,10,10 0,0 2.3
E 65,0,0 8,8,8 0,0 1.5
E 0,20,0 5,5,5 0,0 2.3
CE 0,20,0 6.5,6.5,6.5 −5.5,6.5 0 ,−90 3.0
CN 0,27.5,0 3.5,15,4 0,0 3.0
CL 0,33,0 1.5,7 90,90 3.0
E −40,20,0 23,3,3 0,20 2.3
E −40,20,0 18,2,2 0,20 1.5
E 40,20,0 23,3,3 0 ,−20 2.3
E 40,20,0 18,2,2 0 ,−20 1.5
CL 0,−36,0 2,9 90,0 2.3
CL 0,−36,0 1,7 90,0 1.5
CE 12,−35,0 13,2,2 −1,13 0,20 2.3
CE 12,−35,0 10,1,1 0,10 0,20 1.5
CE −12,−35,0 13,2,2 −13,1 0 ,−20 2.3
CE −12,−35,0 10,1,1 −10,0 0 ,−20 1.5
E −20,5 ,0 4,5,5 0,0 2.0
E −10,−15,0 13,15,10 0,−30 2.0
E 20,5,0 12,10,10 0,30 2.0
the chord-based algorithm on one-turn chords. Display window is �1.0,1.04�.
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pitch of h=15 cm in the simulation study involving the
chord-based BPF algorithm. When h=40 cm is used for the
chord-based BPF algorithm study, the phantom would be
barely reconstructed that the difference between the images,
reconstructed by use of only one-turn chords and two-turn
chords as well, is small. The detector panel considered here
has an effective square area that consists of 400�400 pixels
each of which has a size of 0.78�0.78 mm2. Image recon-
struction volume consists of 400�400�400 voxels each of
which has a size of 0.61�0.61�0.61 mm3. Similar discreti-
zation rules to those in Ref. 21 have been used in the imple-
mentation of the algorithm, which are summarized in the
Appendix B.

In Figs. 12 and 13, we display images of the Shepp–
Logan phantom within slices at �a� x=0 cm, �b� y=0 cm,
and �c� z=−2.5 cm reconstructed on one-turn and multiple-
turn chords by using the chord-based BPF algorithm. Clearly,
the BPF algorithm can accurately reconstruct images within
the regions covered the chords. Comparison of the recon-
structive regions in Figs. 12 and 13 indicates that the use of
multiple-turn chords leads to a larger reconstructible region
than that only from the one-turn chords. However, it can also
be observed in both cases that the BPF algorithm cannot
yield images within the chordless regions �e.g., the dark re-
gions between the two reconstructible regions�.

In Fig. 14, we show images of the Shepp–Logan phantom
within slices at �a� x=0 cm, �b� y=0 cm, and �c� z=
−2.5 cm reconstructed by using the proposed FBP algorithm.
The results indicate that the proposed algorithm can recon-
struct an image within the volume enclosed by a reverse
helical trajectory. In an attempt to demonstrate quantitatively
the reconstruction accuracy, we display in Fig. 14�d� the pro-
file along a vertical line, specified by x=0 cm and y=

(a) (b) (c)

FIG. 13. Images of the Shepp–Logan phantom within slices at �a� x=0 cm,
�b� y=0 cm, and �c� z=−2.5 cm reconstructed from noiseless data by use of
the chord-based algorithm on both one-turn and two-turn chords. Display
window is �1.0,1.04�.

(a) (b) (c)
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−2.5 cm, passing through the Shepp–Logan phantom, as in-
dicated in Fig. 14�a�. For comparison, we also plot the cor-
responding true profile as dotted curve in Fig. 14�d�. The
profile results suggest that the proposed FBP algorithm can
accurately reconstruct an image within the entire volume en-
closed by the reverse helical trajectory. We have also per-
formed a preliminary reconstruction from noisy data by use
of the proposed FBP algorithm. We included Gaussian noise
in the projection data with the noise level of 0.25%. From the
noisy data, we reconstructed images by use of the proposed
FBP algorithm. In Fig. 15, we display the reconstructed
noisy images within slices at �a� x=0 cm, �b� y=0 cm, and
�c� z=−2.5 cm.

In Fig. 16, we show images of the shoulder phantom
within slices at �a� x=0 cm, �b� y=0 cm, and �c� z=0 cm
reconstructed by using the proposed FBP algorithm. We also
display in Fig. 16�d� the profile along a horizontal line,
specified by y=0.5 cm and z=0 cm, passing through the
phantom, as indicated in Fig. 16�c�. Corresponding true pro-
file is represented by a dotted curve in Fig. 16�d�. These
results indicate the proposed algorithm can reconstruct high
contrast variations accurately as well although some image
artifacts due to discretization errors are observable such as
streaks in Fig. 16�c�. We included Gaussian noise in the pro-
jection data with the noise level of 1.0%. From the noisy
data, we reconstructed images by use of the proposed FBP
algorithm. In Fig. 17, we display the reconstructed noisy
images within slices at �a� x=0 cm, �b� y=0 cm, and �c� z
=0 cm.

VI. DISCUSSION

In the work, we have proposed reverse helical trajectories
for acquiring cone-beam data, and have investigated and de-

)
Pixel

FIG. 14. Images of the Shepp–Logan phantom within
slices at �a� x=0 cm, �b� y=0 cm, and �c� z=−2.5 cm
reconstructed from noiseless data by use of the pro-
posed FBP algorithm. Display window is �1.0,1.04�. �d�
Profile on the vertical line specified by x=0 cm and y
=−2.5 cm, which is also indicated in �a�. The recon-
structed and true profiles are displayed as solid and dot-
ted curves, respectively.

(b) (c)(a)

FIG. 15. Images of the Shepp–Logan phantom within slices at �a� x=0 cm,
�b� y=0 cm, and �c� z=−2.5 cm reconstructed from the noisy data by use of
the proposed FBP algorithm. Display window is �1.01,1.03�.
(d
20
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veloped algorithms for image reconstruction from such cone-
beam data. The proposed reverse helical trajectories and re-
construction algorithms may find use in IGRT and other
applications. Recently, chord-based algorithms such as the
BPF algorithm have been developed for image reconstruc-
tion from data acquired with general trajectories, provided
that the trajectories have chords covering the object. How-
ever, reverse helical trajectories are unique in that, although
they satisfy Tuy’s sufficient data condition for nontruncated
object, certain parts of the volume enclosed by them are not
covered by chords. Consequently, the chord-based algo-
rithms cannot reconstruct images within the chordless re-
gions of reverse helical trajectories. For a given reverse he-
lical trajectory, we have investigated its chordless regions;
and we then conducted image reconstruction by use of the
chord-based BPF algorithm to demonstrate the nonrecon-
structible, chordless regions.

As mentioned above, however, the volume enclosed by a
reverse helical trajectory satisfies Tuy’s condition, suggesting
that exact image of an object within the reverse helix volume
including the chordless regions can be reconstructed. We
have proposed a FBP algorithm based on Pack–Noo’s for-
mula to reconstruct the images within the volume enclosed
by a reverse helical trajectory, thus eliminating the chordless
region that is nonreconstructible by use of the chord-based
algorithms. Numerical studies were also conducted to vali-
date the proposed FBP algorithm. Results of the numerical
studies confirm that, unlike the chord-based algorithm, the
proposed FBP algorithm can reconstruct an accurate image
for the entire reverse helix volume. Since the proposed algo-
rithm is of FBP type, it is in general computationally effi-
cient. However, data filtering has to be performed at least
twice for each projection, which may increase the amount of
computation compared to a conventional FBP algorithm.

(a) (b) (c)
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FIG. 17. Images of the shoulder phantom within slices at �a� x=0 cm, �b�
y=0 cm, and �c� z=0 cm reconstructed from the noisy data by use of the

proposed FBP algorithm. Display window is �1.0,2.5�.
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Interestingly, the developed FBP algorithm allows certain
transverse data truncation. This is because the data filtering is
determined only by the directions of the polygon sides within
which the image is to be reconstructed. When the polygons
covering the reverse helix volume are selected to be, e.g.,
parallel to the y-z plane, as we did here, data truncation
along the x axis outside the volume covered by the polygons
does not affect the image-reconstruction accuracy within
these polygons. However, the proposed FBP algorithm gen-
erally allows no truncation longitudinally and is thus inca-
pable of dealing with a long object problem. For a reverse
helical trajectory with a long object problem, we are devel-
oping a combined image-reconstruction method in which the
chord-based algorithm is used for addressing the long object
problem, and the proposed FBP algorithm is used for dealing
with image reconstruction within the chordless regions. The
research of this combined method is beyond the scope of the
current work and will be reported elsewhere in the future. We
have also discussed the extension of the proposed FBP algo-
rithm to reconstruct images for multiple-turn reverse helical
trajectories. In fact, it should be pointed out that the pro-
posed FBP algorithm can readily be generalized to address
the problems of image reconstruction for reverse helical tra-
jectories with tilted axis, or variable pitches, or additional
scanning trajectory segments.
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APPENDIX A: ANALYSIS OF THE CHORDLESS
REGIONS IN A REVERSE HELICAL TRAJECTORY

It is shown here that there exist chordless regions in the
volume enclosed by a two-turn reverse helical trajectory. For
simplifying the discussion, we consider intersecting points
along z axis, which is the rotation axis, with all the possible
chords, and we show that there exists a region between in-
tersecting regions on z axis. A chord passing through z axis

)
Pixel

FIG. 16. Images of the shoulder phantom within slices
at �a� x=0 cm, �b� y=0 cm, and �c� z=0 cm recon-
structed from noiseless data by use of the proposed FBP
algorithm. Display window is �1.0,2.5�. �d� Profile on
the horizontal line specified by y=0.5 cm and z=0 cm,
which is also indicated in �c�. The reconstructed and
true profiles are displayed as solid and dotted curves,
respectively.
(d
defines a unique plane containing the chord and z axis. For a
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given chord passing through z axis, we label the angular
parameter of the lower end by �1 and that of the upper end
by �2. A chord, for example, is presented on the defined
plane in Fig. 18. Using circular symmetry, we can establish
the functional relationship, as summarized in Table II, be-
tween z��1� and z��2� for one-turn chords and also for
multiple-turn chords, where z��� indicates the z coordinate of
a source point on the reverse helical trajectory at �. The
z-coordinate, z0��1 ,�2�, of the intersecting point of a chord
withz axis is given by

z0��1,�2� =
1

2
�z��1� + z��2�� , �A1�

which is in the shaded regions in Figs. 18�a� and 18�b� for
one-turn and multiple-turn chords. The chordless �white� re-
gion can be observed between the intersecting �shaded� re-
gions.

APPENDIX B: IMPLEMENTATION OF THE
PROPOSED FBP ALGORITHM

For discussion of algorithm implementation, we introduce
a rotation-coordinate system �u ,v ,w� in which its origin is
on the source r�0���, and its u-w plane and v axis are parallel
to the x-y plane and to the z axis, respectively, of the fixed-
coordinate system �x ,y ,z�. The unit vectors of the rotation-
coordinate system at a scanning angle � can be expressed in
the fixed-coordinate system as

êu��� = �− sin �,cos �,0�

êv��� = �0,0,1�

λz( )2 λz( )2λz( )1 λz( )1λz( )2 λz( )1

� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �

� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �

� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �

� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �
� � � � � � �

� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �
� � � � � � � �

z−axis
h

0

−h

(a) (b) (c)

FIG. 18. Diagrams demonstrating the chordless region along z axis for a
two-turn reverse helical trajectory. �a� An exemplary chord plotted on the
plane defined by the chord and z axis. �b� Collection of all one-turn chords.
�c� Collection of all chords including multiple-turn chords.

TABLE II. Relationship between the z coordinates of chords passing through

�1 −2���1�−�

z��1� h / 2� ��1�
One-turn chords z��1� h / 2� ��1+��
Multiple-turn chords z��2� h / 2� �−�1−��
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êw��� = �cos �,sin �,0� . �B1�

Let the flat-panel detector be placed within a plane at w=
−D that is parallel to the u-v plane. We introduce a 2D-
detector-coordinate system �ud ,vd� on the plane in which the
ud and vd axes are parallel to the u and v axes, respectively,
and its origin is at the projection, along êw, on the detector
plane, of the source point r�0���. For a point x�d on the detector
plane, the relationship between its fixed coordinates
�xd ,yd ,zd� and 2D-detector coordinates �ud ,vd� can be ob-
tained as

xd = − ud sin � + �− D + R�cos �

yd = ud cos � + �− D + R�sin �

zd = vd +
h

2�
� . �B2�

Now the three steps of the algorithm can be summarized
as follows.

Data derivative: We compute

�g��, �̂�
��

=
�g��,ud,vd�

��
= � �

��
+

D2 + ud
2

D

�

�ud

+
udvd

D

�

�vd
�g��,ud,vd� . �B3�

Three points differentiation method has been used for com-
puting derivatives.

Hilbert transform: For given filtering direction ê, we com-
pute 1D Hilbert transform along the projection of ê at image
point r� onto the detector as

gF��,r�, ê� = gF��,ud,vd, ê� = 	
ul

uu

dud�
A

A�
hH�ud

− ud��
�g��,ud�,vd��

��
, �B4�

where hH�u� is the kernel of Hilbert transform, A
=D2+ud

2+vd
2, and A�=D2+ud�

2+vd�
2. Upper and lower in-

tegration boundaries can be either �−� , � � or �� ,−� � de-
pending on the relative position r�0��� with respect to the
reconstruction point r�. Rebinning and back-rebinning method
similar to that used in Ref. 21 has been used for integration.

Backprojection: We compute

is for a two-turn reverse helical trajectory.

−���1�0 0��1�� ���1�2�

h / 2� ��1� h / 2� ��1� h / 2� ��1�
None h / 2� ��1+�� None

h / 2� �−�1+�� None None
z ax
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K�r�, êi,�i,�i+1� = −
1

2�2	
�i

�i+1

d�
1


r� − r�0���

gF��,r�, êi� .

�B5�

Bilinear interpolation has been used for computing the back-
projection.
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Abstract

Imaging plays a vital role in radiation therapy and with recent advances in

technology considerable emphasis has been placed on cone-beam CT (CBCT).

Attaching a kV x-ray source and flat panel detector directly to the linear acceler-

ator gantry has enabled progress in target localization techniques, which can in-

clude daily CBCT set-up scans for some treatments. However, with an increasing

number of CT scans there is also an increasing concern for patient exposure. An

intensity-weighted region-of-interest (IWROI) technique, which has the potential

to greatly reduce CBCT dose, in conjunction with the chord-based backprojection-

filtration (BPF) reconstruction algorithm has been developed and its feasibility in

clinical use is demonstrated in this paper. A nonuniform filter is placed in the x-ray

beam to create regions of two different beam intensities. In this manner, regions

outside the target area can be given a reduced dose but still visualized with a lower

contrast-to-noise-ratio (CNR). Image artifacts due to transverse data truncation,

which would have occurred in conventional reconstruction algorithms, are avoided

and image noise levels of the low and high-intensity regions are well controlled

by use of the chord-based BPF reconstruction algorithm. The proposed IWROI

technique can play an important role in image-guided radiation therapy (IGRT).

1 Introduction

Cone-beam CT (CBCT) is widely used in image-guided radiation therapy (IGRT)

1
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partly due to its rich anatomical information and convenience of use. Target localiza-
tion is one of the most important steps in IGRT procedures, and a primary reason for
using CBCT is to determine the current position of the target and surrounding normal
tissues inside the patient [1, 2, 3]. An accurate image of the target is essential for proper
target positioning. Uncertainty of the target position requires the use of larger margins
in treatment planning which can increase the likelihood of normal tissue complica-
tions. Therefore, an accurate image of the target reconstructed by CBCT can improve
the chance of favorable patient outcome. The kV cone-beam imaging capability cur-
rently available with linear accelerator treatment systems provides excellent soft-tissue
contrast and the potential for dose reduction compared to megavoltage (MV) CBCT
images, an important benefit in IGRT.

However, total radiation dose to the patient from CBCT imaging prior to each frac-
tion still poses a radiation safety concern [4]. Although the biological effects of imag-
ing radiation dose on the tumor control probability of the target in IGRT require further
investigation, it is desirable to spare imaging radiation dose to the normal tissues sur-
rounding the target. Sparing dose to the normal tissues becomes imperative when these
tissues are particularly radiation sensitive, such as eyes, breast or spinal cord. An accu-
rate region-of-interest (ROI) imaging technique in this regard is a potentially important
tool for routine CBCT in IGRT. ROI imaging here is used to mean that only the projec-
tion of a desired ROI is taken for each view, thereby reducing the dose outside of the
ROI. Interestingly, in the report of AAPM Task Group 75, the authors envision that a
more sophisticated reconstruction technique would be necessary to perform ROI imag-
ing, and thereby reducing imaging radiation dose to the tissues outside the ROI [4]. In
this paper we report the use of just such advanced reconstruction.

Some of the recently developed image reconstruction algorithms for CBCT can
perform certain ROI reconstructions. [5, 6, 7, 8]. The chord-based backprojection-
filtration (BPF) algorithm, for example, can produce accurate ROI images in general
CBCT scanning configurations. Data truncation artifacts, often appearing in the re-
constructed ROI images using conventional algorithms, can often be avoided by use
of the chord-based BPF algorithm. However, for imaging targets located deep within
the body the ROI becomes an interior problem, for which no stable, accurate image
reconstruction method exists [9]. One approach using the local tomography method
provides edge-enhanced images from ROI projection data [10], but this approach does
not provide accurate image contrast information which is important in many applica-
tions including IGRT.

The proposed intensity-weighted region-of-interest (IWROI) imaging technique
can reduce the imaging radiation dose to structures away from the imaging target,
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while allowing solution of the reconstruction problem by using the chord-based BPF
algorithm. We subdivide the reconstructed ROI into inner and outer regions, and il-
luminate the outer region with a filtered beam to decrease exposure during the scan.
An intensity-weighting technique has been previously proposed for ROI imaging ap-
plications in diagnostics, but only with a conventional reconstruction algorithm which
requires nontruncated data for accurate reconstruction [11, 12, 13]. A method using
two scans, one of which is performed with a full field-of-view and low exposure and
the other with a limited FOV and high exposure, has also been studied [14] but this
method doubles the acquisition time. Our approach allows some types of data trun-
cation without causing artifacts in the reconstructed ROI image and allows different
exposure levels in two sub-ROIs from a single scan. In this work, we focus on circular
CBCT, which is the dominant imaging modality employed in most radiation therapy
systems, although the method can be extended to general scanning configurations such
as the saddle trajectory.

2 Background

The Feldkamp-Davis-Kress (FDK) algorithm is the most widely used algorithm
for 3-D circular CBCT image reconstruction because of its computational efficiency
and acceptable image quality in many applications [15]. However, in the presence of
transverse data truncation the FDK algorithm produces truncation artifacts in the recon-
structed images. Since transverse data truncation is common if not unavoidable in ROI
imaging, an algorithm that is more robust against transverse data truncation is desirable.
The chord-based backprojection-filtration (BPF) algorithm is an analytic algorithm that
can stably reconstruct ROI images on chords from truncated data. This capability of
the BPF algorithm in ROI imaging has been exploited to potentially increase spatial
resolution by using a larger geometric magnification in micro-CT applications [16].

2.1 Chord-based BPF algorithm for ROI imaging

The chord concept has been developed for exact image reconstruction of a CBCT
with general source trajectories; it is rooted in the development of algorithms for helical
CBCT. A chord is defined as a line segment connecting any two points on a continuous
source trajectory. Specifically, in helical CBCT, a chord connecting two points on the
trajectory within one turn is referred to as a PI-line segment. The chord-based BPF
algorithm essentially decomposes the image into a number of chords that intersect
the imaged object and collectively cover the ROI. The algorithm reconstructs the ROI
image along the individual chords. In circular CBCT, since chords can be defined only
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for the midplane in which the source trajectory resides, virtual source trajectories have
been introduced for off-midplanes. Additionally, we have introduced virtual chords
that connect any two points on the virtual source trajectories. Approximate image
reconstruction, therefore, can be performed by use of the BPF algorithm for those off-
midplanes [17, 18]. Derivatives of the cone-beam data acquired by a circular scan
are backprojected first onto each chord, followed by the filtering along each chord in
one-dimension. In the FDK algorithm the filtering occurs in the projection data, thus
transverse truncation can produce artifacts in the reconstructed images . In contrast, as
long as the imaged object is not truncated along a given chord, the image on the chord
can be reconstructed accurately by the chord-based BPF algorithm despite truncations
in the projection data. This is the key feature of the chord-based BPF algorithm that
enables accurate ROI imaging.

2.2 IWROI image reconstruction in circular CBCT

In many IGRT applications such as prostate cancer treatment, the imaging target
is located deep within the tissue. In this case, we can subdivide the ROI into two re-
gions: inner ROI and outer ROI. The inner ROI can be selected to cover the imaging
target, for example the prostate and nearby organs at risk. The outer ROI would be
the remainder of the imaged volume and would include some of the skeletal structures
which can be used for image registration. A higher noise level may be tolerable in
the outer ROI for skeletal registration as compared to the inner ROI where maximum
image quality is required for soft tissue discrimination. Therefore, we propose to scan
the patient with two different levels of exposure: full exposure to the inner ROI and
reduced exposure to the outer. This can be simply implemented using suitable filters
in the x-ray beam. Reduced exposure in the outer ROI will decrease the patient dose
due to imaging. Additionally the decreased fluence will result in less scatter from the
patient’s body. Accordingly, the quantum noise level in each projection will be higher
in the outer region. Noise properties of the chord-based BPF algorithm have been
carefully investigated and it has been shown that the noise of the reconstructed image
along a chord is localized in a practical sense [19, 20]. This means that the higher
noise level in the outer ROI will not substantially affect the noise level in the inner
ROI after reconstruction. Figure 1 schematically illustrates the noise propagation in
the image reconstruction. Different noise levels in the projection data are merged onto
a chord support-segment after backprojection, and noise levels remain well separated
even after filtration. Numerical simulation studies have successfully verified this noise
confinement property of the algorithm in IWROI imaging [21]. The convolution kernel
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Figure 1: (a) For each view, the projection data can be separated into two regions
having less noise due to higher exposure and vice versa. The noise levels are almost
locally confined after (b) backprojecting the data on to a chord support-segment, and
(c) filtration along the chord. Cone-beam data P is calculated from I0 and I, which stand
for flood-field (referred to as open-field in this paper) and projection, respectively.

used in the FDK algorithm is also relatively localized, so that the intensity-weighted
imaging technique can be utilized with the FDK algorithm in cases where data trunca-
tion is negligible or can be compensated for. However, as will be demonstrated, even
advanced correction schemes applied in conjunction with FDK cannot correct for large
truncations, which may occur for ROI imaging of some anatomical sites.

3 Methods

3.1 System and filters

The imaging work presented here was done with the on-board imaging (OBI) sys-
tem on a Trilogy linear accelerator (Varian Medical Systems). The OBI system is
composed of an x-ray source and flat panel detector mounted on the accelerator gantry
orthogonal to the treatment beam as shown in Fig. 2. The scanning parameters used
in this work are summarized in Table 1. A standard clinical scanning protocol with
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Source Detector Geometry
Parameter Value Parameter Value Parameter Value

Mode Full-fan Size_x 39.73 cm SAD 100 cm
kVp 125 kV Size_y 29.80 cm SDD 149.9 cm
mA 80 mA Pixel pitch 194 µm Start angle -182◦

ms 13 ms Pixel matrix 2048×1536 Stop angle 178◦

Collimator_x ±13.5 cm Binning 2×2 # projections ~ 860
Collimator_y ±3.0 cm Eff. pixels 1024×768

Table 1: System parameters.

bowtie filter in place utilized beam current 80 mA and a 25 ms pulse. This study re-
moved the bowtie filter leaving portions of the beam completely unfiltered, thus the
exposure time was reduced to 13 ms to achieve reasonable intensity levels for open-
field images. For reconstruction consistency, acquisition was always performed using
a counter-clockwise gantry rotation. The field was narrowly collimated in the axial
(y) direction to minimize scatter effects in the reconstructed image. It was found that
even with such a narrow field, scatter is great enough that a scatter correction is re-
quired. Four sets of filters were used for the intensity weighting, two each of copper
and aluminum. For brevity the filters will be referred to with the following naming con-
vention; Cu1, Cu2, Al1, and Al3 representing 0.32 cm, 0.64 cm, 1.60 cm, and 4.80 cm
thicknesses respectively. These thicknesses were chosen to provide great enough sep-
aration of intensity levels in the filtered regions, in order to quantify the corresponding
changes in image noise. The filters were simple rectangular slabs with square edges,
and attached to a spare bowtie filter mounting plate.

3.2 Phantoms

Three different phantoms were used for this study. The first was a solid-water
(SW) phantom which consisted of 30×30 cm solid-water slabs, commonly available
in radiation oncology clinics, stacked 16 cm high. A separate phantom was used for
contrast to noise ratio (CNR) measurements, which we refer to as the CNR-phantom.
This phantom was similarly made from a stack of solid water slabs with a sheet of
lucite as a low contrast element and two Teflon rods as high contrast elements. Finally
a pelvis phantom was also imaged, consisting of a partial skeleton ranging from the
L1 lumbar vertebra through the mid femur, embedded in lucite formed into a human
shaped contour. There were however no soft tissue inhomogeneities in this phantom.
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(a)
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Figure 2: The OBI system used in the experiment. (a) A picture of the system. (b)
Schematic view of the imaging configuration. (c) A picture of the kV source with the
IW-filters mounted.
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3.3 Data corrections

Although the use of IW-filters can help decrease scatter in cone-beam projections,
the presence of scatter can still be a limitation to image quality and accuracy. Addi-
tionally, local variations in beam-quality due to hardening by the IW-filters can sub-
stantially alter the image accuracy; a harder beam lowers the estimated attenuation
coefficient. Both of these physical factors, if uncorrected, can degrade image quality.
We used a simple, direct method proposed by Siewerdsen et al. for scatter estima-
tion [22]. A first-order approximate correction method for the beam-quality effect was
used. Note that we use the term “beam-quality effect” rather than “beam hardening”
to emphasize that this is not a beam hardening correction as usually understood, which
deals with hardening of the beam as it penetrates the patient.

3.3.1 Scatter correction

The scatter estimation method [22] for cone-beam projections is based on the as-
sumption that the detector signal measured in regions behind the collimator blades is
attributable to x-ray scatter. Because the algorithm estimates scatter fluence directly
from the projection data, it is robust to a number of variations that exist in cone-beam
scans including imaging configuration, patient motion, system geometry and so on. For
each projection we used a second-order polynomial interpolation from the collimator
shadows to estimate column-wise scatter fluence. An estimate of the 2D scatter fluence
was then obtained by lateral smoothing of the column-wise scatter estimates across all
columns. The estimated 2D scatter fluence was subtracted from original projection re-
sulting in an estimate of the primary image. Each of the steps in the correction method
are illustrated in Fig. 3.

3.3.2 Heterogeneous beam-quality correction

The reconstruction process involves transformations of the cone-beam data (repre-
sented as P in Fig. 1) rather than the raw projection data. The cone-beam data ideally
represents the integrated attenuation along each ray. For the present study, this was
calculated as the natural logarithm of the ratio of the open field intensity map to the ac-
quired projection. The open field intensity was measured by taking a repeat scan with
the same x-ray technique, geometric parameters and filters in place, but the couch and
phantom removed from the field of view. The division process in calculating P should
normalize out the reduced beam intensity of the filtered region. However, since this
beam has been hardened by the filter, the computed attenuation values will be lower
than in the unfiltered region. In order to increase the accuracy of the image values in
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image field
(a) Map (b) Original projection (c) Extracted collimated

(d) Interpolated columnwise

scatter fluence

(e) Laterally smoothed
scatter fluence

(f) Estimated primary
image

Collimator

Filter

Figure 3: Scatter correction procedure is illustrated with example images. (a) The col-
limators and the IW-filters are positioned. (b) Original projection image of a phantom.
(c) Projection data under the collimators are extracted. (d) Column-wise interpolation
is applied for each column. (e) Lateral smoothing is performed to finally estimate the
scatter fluence. (f) Original image subtracted by the estimated scatter fluence.

the filtered region and increase value consistency with the unfiltered region, a simple
first order approximate correction scheme was applied. The assumption was made that
the energy spectra of the beams could be represented by single average energies. Addi-
tionally, the assumption was made that the ratio of linear attenuation coefficients for the
two energies was similar to that of water, for all imaged materials. The second assump-
tion is expected to be valid for air, water, and muscle in the x-ray energy range used
in this work, but to slightly underestimate the ratio for bone. Following this assump-
tion, the beam quality correction was performed by simply multiplying the cone-beam
data P under the IW-filter by the estimated ratio of attenuation coefficients without and
with the filter. This was estimated from the anterior-posterior (AP) projection of the
solid water phantom, where there was an almost uniform thickness of uniform material
for both filtered and unfiltered rays . Variation of the thickness due to obliquity was
computed to have less than 0.2% effect on the reconstructed image. The square edges
of the IW-filters resulted in a geometric penumbra region in the projection image, and
interpolated ratio values were used in this transition region.
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(a) (b) (c)

Figure 4: Transverse slice images of the reconstructed SW-phantom scanned with Cu1-
filter are displayed; (a) No correction, (b) scatter correction, and (c) scatter + beam
quality correction have been applied. Display window is [0.1, 0.3] cm−1. Inner and
outer ROIs can be easily distinguished by the pronounced ring artifact in this figure and
in all the following figures.

4 Results

4.1 Data corrections

All of the results presented in the following sections are based on corrected data,
where the scatter correction and the beam-quality correction have both been applied to
the projection data. Unless otherwise noted the boundary between the inner and outer
regions can be visualized in the images as the prominent ring due to the sharp transition
in intensity which has not yet been corrected for. All images presented here represent
the full reconstructed region and have not been cropped in any direction, so an object
reaching the lateral extent of the image signifies transverse truncation.

Examples of uncorrected and partially corrected data are shown to visualize the
effects of data corrections in this section. In Fig. 4 we display reconstructed images of
the SW-phantom scanned with the Cu1-filter (a) before any correction, (b) after scatter
correction, and (c) after scatter and beam quality correction. A cupping artifact due to
scatter is observed in Fig. 4(a), and is suppressed substantially (b). Image uniformity is
recovered after beam quality correction (c). The same correction parameters have been
applied in the pelvis phantom scan to see the correction effects for a more realistic case,
and the results are displayed in Fig. 5.
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(a) (b) (c)

Figure 5: Transverse slice images of the reconstructed pelvis phantom scanned with
Cu1-filter are displayed; (a) No correction, (b) scatter correction, and (c) scatter +
beam quality correction have been applied. Display window is [0.1, 0.6] cm−1.

Inner (%) Outer (%)
Cu1 0.05 0.14
Cu2 0.05 0.4
Al1 0.05 0.07
Al3 0.06 0.2

Table 2: Noise levels (coefficients of variation) measured in inner and outer ROIs of
the SW-phantom.

4.2 Noise study

A noise evaluation study was performed with the SW-phantom for each of the four
different filters. Small square regions were selected from each image within the inner
and outer ROIs for statistical analysis. Coefficients of variation (standard deviation
divided by the mean value) were computed and the results are summarized in Table 2.

4.3 CNR study

Similarly, a CNR evaluation study was performed with the CNR phantom for each
of the four filters. Eight small rectangular regions were selected from each image, four
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(a) (b)

(c) (d)

Figure 6: Transverse slice images of the reconstructed SW-phantom scanned with (a)
Cu1-filter, (b) Cu2-filter, (c) Al1-filter, and (d) Al3-filter. Display window is [0.1, 0.3]
cm−1.
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Teflon Lucite
Inner Outer Inner Outer

Contr. Noise CNR Contr. Noise CNR Contr. Noise CNR Contr. Noise CNR
Cu2 0.152 1.75E-4 869 0.121 1.15E-3 105 1.21E-2 2.37E-4 51.0 6.08E-3 9.55E-4 6.40
Cu1 0.146 1.91E-4 764 0.155 3.67E-4 422 1.10E-2 2.49E-4 44.2 1.21E-2 3.47E-4 34.9
Al3 0.144 2.48E-4 581 0.139 8.28E-4 168 8.57E-3 2.22E-4 38.7 5.89E-3 7.60E-4 7.80
Al1 0.132 2.58E-4 512 0.159 2.50E-4 636 1.04E-2 2.83E-4 36.9 1.25E-2 2.58E-4 48.2

Table 3: CNR measured for high contrast medium (Teflon) and for low contrast
medium (Lucite) with respect to solid water in inner and outer ROIs. Contrast and
noise are in units of cm−1.

each in the inner and outer regions, positioned within the contrast media and nearby
solid water background. The upper pairs in the images in Fig. 7 were used for the calcu-
lation of the contrast to noise in Teflon and the lower set for lucite. For a given contrast
material (medium1), e.g. Teflon rod, the adjacent solid-water region (medium2) was
selected for the CNR calculation. CNR in this study was defined as in Eq. 1

CNR =
Mean1−Mean2

(StandDev1+StandDev2)/2
, (1)

where Mean1 & 2 stand for the mean values of medium1 & 2, and StandDev1 &
2 represent the standard deviations of medium1 & 2, respectively. The results are
summarized in Table 3.

4.4 Pelvis phantom

To test the method in a quasi-clinical setting, we used the pelvis phantom. Al-
though it does not have any soft-tissue regions, it contains bony structures that can be
assessed qualitatively or quantitatively for further studies such as image registration.
Reconstructed images along transverse, coronal and sagittal planes are shown in Fig. 8
for four IW-filters.

5 Discussion

There have been a number of reported efforts to reduce imaging radiation dose out-
side an ROI by use of filters. Zonal filters have been used to reduce exposure outside
of the windowed region along the longitudinal direction, which does not achieve ROI
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(a) (b)

(c) (d)

Figure 7: Transverse slice images of the reconstructed CNR-phantom scanned with (a)
Cu1-filter, (b) Cu2-filter, (c) Al1-filter, and (d) Al3-filter. Display window is [0.1, 0.6]
cm−1.
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(a) (b)

(c) (d)

Figure 8: Slice images - transverse (center), sagittal (right), and coronal (bottom) im-
ages - of the reconstructed pelvis phantom scanned with (a) Cu1-filter, (b) Cu2-filter,
(c) Al1-filter, and (d) Al3-filter. Display window is [0.1, 0.6] cm−1.
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imaging in transverse planes [23]. ROI filters have also been used for diagnostic pur-
poses such as angiography, head scan, and breast scan [11, 12, 13]. However, since only
conventional reconstruction based on the FDK algorithm has been employed, trans-
verse data truncation can cause problems in these methods. An example of truncation
artifacts is shown in Fig. 9 (b), where the same amount of projection data used in our
work was used for image reconstruction by the FDK algorithm. There exist approxi-
mate methods such as data extrapolation for reducing data truncation artifacts, and they
may improve the image quality substantially depending on the degree of data truncation
in an imaging task. However, because the proposed IWROI imaging technique often
involves considerable data truncation, a simple correction scheme such as symmetric
mirroring extrapolation [24] may not work as well as in more favorable applications.
For example, if a breast is selected as the ROI in breast IGRT, the entire body outside of
the breast region will be truncated. As shown in Fig. 9 (c), a linear extrapolation leads
to over-correction in the pelvis example, because the data near one edge of the detec-
tor tends to decrease slowly or even increase in some projection angles. Because the
convolution kernel in the FDK algorithm has a long negative tail, the extrapolated data
in this case contribute to lowering the pixel values after filtering and backprojection.
Although it may be possible to devise an approximate correction scheme more appro-
priate than a simple extrapolation in certain situations, assumptions of accuracy and
robustness against serious data truncation that may arise in a variety of ROI imaging
tasks are generally unwarranted. The chord-based BPF algorithm in contrast achieves
accurate image reconstruction in the face of a large degree of data truncation, which
is a fundamental and often important advantage, for example when CT numbers are to
be used as input to radiation transport calculations, or intensity-based segmentation or
registration methods. Of course, there may also be situations in which the inaccuracies
in FDK reconstructions from truncated data can be acceptable.

The proposed IWROI technique can achieve far more dose reduction than con-
ventional approaches [11, 12, 13] without appreciably sacrificing ROI image quality,
because the robustness to transverse data truncation allows the illuminated region to
be further reduced. The zonal filter approach [23] is not directly comparable with the
IWROI technique in terms of dose saving because it cannot deal with ROI imaging
tasks with transverse data truncations, although it can be considered a synergistic way
to improve dose management. A variety of clinical scanning tasks can be performed
by use of the IWROI technique, including a breast scan, hemi-thorax lung scan, and
central-pelvis scan among many others.

IW-filters are fundamentally different from bow-tie filters, which are widely used
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(a) (b) (c) (d)

Figure 9: Truncation artifacts are pronounced in (b) where the FDK algorithm has been
used for image reconstruction with the same amount of data that were used in (a) by
the chord-based BPF algorithm. The corresponding image reconstructed by the FDK
algorithm with a linear extrapolation correction is shown in (c). Display window of
[0.14,0.32] cm−1 is used for all images to enhance visualization of the artifacts. Line
profiles of the three images along the dashed line shown in (a) are plotted in (d). Solid
line represents (a), dotted line (b), and dashed line (c). For better visualization, eight-
point smoothing has been used to generate line profiles.

in clinical systems such as OBI, in that the primary purpose of the bow-tie filter is to
improve overall image quality [25]. Attenuation of the beam particularly at the periph-
eral regions of the patient allows the signal intensity to stay within the dynamic range
of the detector. Reduced scatter due to attenuation of the beam can also contribute to
better image quality. Imaging radiation dose reduction to the patient is an additional
advantage of using bow-tie filter, although it is not the primary concern. IW-filters are
introduced to reduce imaging-radiation dose to the patient substantially by sacrificing
the image quality in selected regions. Therefore the amount of beam filtration from
the IW-filters is substantially greater than that of the bow-tie filters. In order to esti-
mate the amount of beam filtration, exposure was measured with each filter using a
Keithley parallel plate ion chamber (75972) and dosimeter (35050A). The results are
summarized in Table 4. Although some reduction of exposure has been achieved by
the Al1-filter which is close to a conventional bow-tie filter in thickness, the ratio of
the reduction becomes much greater when other filters are used. Scatter fraction was
estimated by use of Siewerdsen’s method for AP projection images of the SW-phantom
for each filter. Scatter fraction values from the central region are listed in Table 4 as
well. It is interesting to note that the results support the fact that the use of bow-tie
filter, i.e. the IW-filters in this case, contributes to scatter reduction, although it can
be difficult to quantitatively relate the reduction of scatter to the reduction of exposure
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Exposure (mR) Scatter Fraction (%)
No filter 77.6 10.1

Al1 14.1 9.4
Al3 1.74 7.7
Cu1 2.81 8.4
Cu2 0.62 8.0

Table 4: Exposure was measured 10 times at 125 kVp, 80 mA, 65 ms for each case, and
average values are listed. Scatter fraction is estimated in the middle of AP projections
of the SW-phantom.

partly due to relatively rough estimation method of scatter.

Throughout the reconstructed images in the previous section, ring artifacts are pro-
nounced although the severity varies depending on filter type and thickness. We would
like to draw a distinction between the ring artifacts here and the ring artifacts con-
ventionally encountered. Conventional ring artifacts result primarily from nonuniform
detector response, which is generally well corrected for in this data. The ring artifacts
in this work can be attributed to several factors: inaccurate correction of scatter and het-
erogeneous beam-quality, filter shape and position, and gravitationally induced point-
ing errors in the x-ray source. Since our correction methods are approximate and only
first-order, they may in fact amplify data inconsistency resulting in the ring artifacts.
Asymmetry of the filter positions in terms of rotation axis would result in a ring-band
structure in the images. The aforementioned deficiencies in correction methods and
filter position asymmetry are thought to be the primary causes of the thick drop-out in
the images with Al3-filter. The sharp edges of the filters may also aggravate the effects
of the asymmetry and thus increase inconsistency between projection data. Pointing
errors and vibration in the source can cause inconsistencies in the transition region that
may also increase these artifacts. Accounting for edge effects in the filter design may
help minimize the ring artifacts. Pre- or post-reconstruction correction algorithms for
ring artifacts can be utilized as well, if necessary [26].

Noise properties of the reconstructed images depend on a number of factors in-
cluding exposure, electronic noise, energy response of the detector, and reconstruction
algorithm. Although more rigorous analysis based on models such as cascaded linear
systems of the overall imaging system can help to better understand the image noise,
exposure plays a dominant role in determining the noise level of reconstructed images
because the imaging system is quantum limited, for scanning parameters used in this
work [27]. Slightly higher noise in the inner ROI with Al3-filter compared to others
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is thought to be due to more contamination of the data by scatter from this thick filter.
CNR is also related to the factors that affect noise and in addition, it is susceptible
to additional image artifacts such as metal artifacts. Teflon rods create streak patterns
around them, and degrade image uniformity not only of the rods themselves but also
of the neighboring materials. However, inner ROI CNRs of the high contrast material
(Teflon) and the low contrast material (Lucite) in solid water are both up to about eight
times higher than outer ROI CNRs. Image artifacts are thought to dominate CNR char-
acteristics in Al1-filter case, where an inversion of the expected values was observed.

Measurement of the dose reduction by use of the IW-filters is in progress and will
be reported elsewhere. The influence of image CNR on accuracy of image registra-
tion in IGRT must also be investigated so that the proper design of the IW-filter can
be obtained, for both dose reduction and successful image guidance. Although only a
full-fan geometry, where the rotation axis is projected onto the central vertical line of
the detector, is assumed in this work, a half-fan geometry in which the rotation axis is
projected onto an off-central vertical line of the detector can also be used for the pro-
posed IWROI imaging. The extended FOV of a half-fan geometry can be particularly
useful for obese patients.

6 Summary

Imaging radiation dose to a patient by repeated CBCT poses a patient radiation
safety concern. In this regard, ROI imaging which limits dose mostly to the imaging
target is desirable. Since ROI imaging of the target in many cases leads to an interior
problem, we devised the IWROI method, which illuminates an outer ROI around the
target with a reduced fluence, thereby permitting accurate reconstruction. Accurate im-
age information within the inner ROI is maintained as required for tumor localization,
whereas relatively poorer image quality in the outer ROI can still result in acceptable
image registration in IGRT. The proposed method can reconstruct the target image with
high CNR and the surrounding tissue image with relatively low CNR. Data truncation
artifacts can be avoided by using the proposed chord-based BPF-type algorithm, and
noise propagation from outer ROI to inner ROI is well-suppressed due to the noise
properties of this algorithm. We believe the proposed approach is a promising new
technique for CBCT in IGRT.
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Abstract

Interfraction motion of a treatment target such as the prostate in radiation therapy (RT) is, in part, responsible for
large planning target volume (PTV) margins and related side effects. Online adjustment of the treatment based on
timely cone-beam CT (CBCT) images can be particularly useful for patients with large interfraction motion. However,
radiation dose to the patient due to frequent CBCT poses a radiation safety concern. One unique feature of CBCT
for interfraction motion detection is the availability of a prior anatomical image most of which has not changed. We
propose an iterative algorithm, for image reconstruction from a very limited number of projections in CBCT, that is
based on total variation (TV) minimization subject to the constraints of data fidelity and positivity and that utilizes
anatomical image prior information. Numerical studies for a 2D fan-beam geometry suggests the proposed algorithm
can potentially contribute to lowering the radiation dose to the patient by allowing satisfactory image reconstruction
from a very limited number of projections.

1 Introduction

Online adaptive radiotherapy based on in-room kV CBCT system allows for soft-tissue registration, which is one-step

correction process taking into account patient setup error and internal organ motion at the same time [1, 2]. Reduced

treatment margins as a result of online adjustment can be particularly useful for patients with large random interfraction

motion. Therefore, daily CBCT for target localization in image-guided radiation therapy (IGRT) is becoming a clinical

choice for many sites including the prostate. However, radiation dose delivered to the patient due to frequent CBCT

may pose a challenge in the patient’s radiation safety [3]. Few-view CBCT is one approach to reduce imaging-

radiation dose and has thus recently drawn investigator’s attention. Image reconstruction algorithms have been actively

developed for few-view CBCT. One unique feature of CBCT for interfraction motion detection is the availability of

prior anatomical images which are substantially unchanged. A prior image may be available from the previous fraction

CBCT scan, or an initial CBCT set-up scan.These scans contain the same anatomical information as the current scan

except for anatomical changes due to internal motion or patient weight gain/loss. However, a substantial portion of

the image, particularly including bony structures and surrounding tissues, remains unchanged. We propose an iterative

algorithm in this paper for image reconstruction from a very limited number of projections in CBCT, which is based

on minimization of the image TV subject to the constraints of data fidelity and positivity and that utilizes information

available from a prior image.

Traditional iterative approaches for image reconstruction have been of an unconstrained minimization type where

the object function to be minimized combines data fidelity and regularization terms. Such an approach can provide a

unique (or very limited set of) solution(s) that minimizes the object function when the projection data are complete

or fully sampled in a practical sense. However, when the projection data are incomplete (e.g. few-view data), the
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problem becomes more under-determined and there will, in general, be many solutions consistent with the projection

data. Regularization terms are supposed to select the optimum solution among them in this case, and therefore it

is natural to regard the problem as a constrained optimization one where the regularization term is the objective

function and data fidelity is a constraint. Image TV, which is `1-norm of the image gradient, has been widely used

as a regularization term, particularly for edge-preservation, and TV-based constrained optimization approach (a.k.a.

compressed sensing image reconstruction) has recently been introduced to CBCT [4, 5].

Incorporation of prior knowledge has been investigated in iterative image reconstruction approaches to improve

the image accuracy and quality. Several approaches have been considered specifically for cases when a prior image

is available. A minimum-weighted norm reconstruction using the reciprocals of the values of the prior image as the

weight vectors has been developed to reconstruct signals from incomplete data [6]. Using the image reconstructed from

the complete data, although contaminated by periodic motion of the anatomy, by an analytic algorithm as prior image,

a compressed sensing type CT reconstruction for a limited number of projections at the same phase has been proposed

[7]; the algorithm uses a weighted sum of image TV and difference image (current image - prior image) TV as the

objective function to minimize. However, optimization of the weighting factors in addition to the iteration parameters

has to be performed. Feasibility of using anatomical CT/MRI images for image reconstruction in PET/SPECT to

improve image quality has been investigated [8]. Investigators have also showed that the amount of samples needed

from a signal with sparse discrete-time Fourier transform can be reduced compared to the original compressed sensing

approach if information on the support of the sparse domain can be employed [9]. This approach of utilizing the prior

information is essentially very close to the proposed algorithm in this paper.

That a prior image is readily available in IGRT applications provides a new opportunity for iterative algorithms;

direct use of the prior image itself merits thorough investigation. We have previously proposed a TV algorithm utilizing

prior image with internal motion as an initial guess in few-view fan-beam CT, and successfully demonstrated that the

number of views for image reconstruction can be reduced from that needed in the TV algorithm without prior in the

numerical study (roughly speaking, from 20 views to 10 views) [10]. Using the prior image as an initial image estimate

in the iterative process is thought to help find the true minimum TV image that meets the data fidelity constraint,

whereas a local minimum may be found when no prior image information is used. However, it was observed that

the unchanged portion of the prior image, which is controlled in the numerical study, is vulnerable to change as the

iteration steps advance and may degrade when the amount of projection data is extremely limited (e.g. five views). In

this work, we mask the image region that is unchanged from the prior image so that the masked region is not influenced

by the updates during iterative steps. We show in numerical simulations that successful image reconstruction can be

realized from five views. Images reconstructed by the TV algorithm with and without the prior image as the initial

guess are also compared.

2 Methods

2.1 Formulation of the optimization problem

Image reconstruction for CT can be formulated as an inversion problem of a finite linear system, where the image and

the measurement system are discretized. The imaging model is approximated by a discrete linear system as:
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~g = M ~f. (1)

, where ~f is an m−vector representing the image function, ~g an n−vector corresponding to the projection data, and

M represents the m× n system matrix. The constrained TV minimization algorithm is formulated as:

~f? = argmin||~f ||TV

subject to |M ~f − ~gdata| ≤ ε, ~f ≥ 0 (2)

, where ~gdata represents the measured data, and the inequality constraints correspond to the data fidelity at a given

level of ε and positivity, respectively. ~f? is the solution of the inversion problem that minimizes image TV under the

constraints. Image TV, in 2D for example, is given by

||~f ||TV =
∑
s,t

√
(fs,t − fs−1,t)2 + (fs,t − fs,t−1)2 (3)

, where pixel values are labeled by fs,t. The adaptive-steepest-descent projection-onto-convex-sets (ASD-POCS)

method has been developed to implement this constrained optimization algorithm [5]. POCS algorithm finds images

that respect the constraints of data fidelity and data positivity, and ASD algorithm searches for minimum-TV image.

2.2 Usage of prior image

When some part of the image is known from the prior image, the image reconstruction task can be considered a

constrained optimization of the remaining part of the image only. Suppose k (< m) components of ~f are known. We

introduce a mask matrix D which is an m ×m diagonal matrix such that Dii = 1 if fi is unknown and 0 otherwise.

Note we used a single index for labeling ~f here. Mathematically, the data constraint in each iteration can be applied as

~f := ~f +Dβ ~MT
i

gi − ~Mi · ~f
~Mi · ~Mi

, (4)

using the projection onto convex sets (POCS) method, where ~MT
i represents the transpose of the ith row vector of M ,

and β the step size. Similarly, in the TV minimization step, it can be written as

~f := ~f −Dγd̂f, (5)

where d̂f represents the normalized gradient descent of the image TV (d̂f =
~df

|~df |
, ~df = ∇~f ||~fTV||) and γ the step size.

The initial guess of the image was set to be ~f0 = (I −D)~fP , where I represents the identity matrix and ~fP the prior

image. In other words, the initial image guess has the same image with the prior for the known region and zero for the

unknown.

2.3 Numerical study

In order to show the feasibility of the proposed algorithm, we have conducted a numerical study for a 2-D circular,

fan-beam geometry in this work. A simple phantom and a pelvis phantom (both in discrete form) as shown in Fig. 1

have been used to demonstrate high contrast and low contrast examples, respectively. Internal components have been

shifted and/or deformed to prepare corresponding prior images. Difference images of the phantoms are shown in Fig.
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prior imagephantomHip

prior imageSimple phantom

Figure 1: Simple phantom (top row) and pelvis phantom (bottom row). Prior images are shown in the middle column.
Display window for the simple phantom is [0.99,1.01] and [0.96,1.04] for the pelvis phantom. Difference images are
shown in the third column with the display window of [-0.01,0.01].

1 as well. Only five projections, as an extreme example of incomplete data, of the phantoms have been prepared in an

equiangular fashion in this work. Image matrix size was 256×256, and the detector array size was 512.

For a given phantom the image reconstruction has been performed in three different manners: (case A) with no

prior image, (case B) with the prior image as initial guess but without the use of mask matrix, and (case C) with the

prior image as part of initial guess and with the use of mask matrix. For each case, the POCS-only algorithm, which is

essentially an algebraic reconstruction technique, has also been applied for comparison. 500 iterations were completed

for the simple phantom and 1000 iterations for the pelvis phantom; the maximum iteration numbers have been selected

to guarantee images to convergence.

The mask matrix was prepared so that the diagonal components of it represent the weighting map. The weighting

map should be carefully determined so that any changed pixels are included during the iterative updates. For the

simple phantom the weighting map was prepared by use of the backprojection of the data difference between ~gdata

(measured projection) and ~gP (reprojection of the prior image). Appropriate thresholding after backprojection fol-

lowed by smoothing have been applied to generate the weighting map. A binary map has been used in this work,

where either 0 or 1 is assigned as a weighting value. The pentagon-like shape weighting map as shown in Fig. 2(c)

was selected to be 1 and the remaining region to be zero. Therefore, only the region within the pentagon-like shape

has been updated in each iteration step. The weighting map for the pelvis phantom has been prepared by manual defi-

nition based on the prior knowledge of the internal motion; a rectangular shape weighting map that includes changed

components has been used. The boundaries of the weighting maps are shown on top of the phantom images in Fig. 3.

3 Results

The reconstructed images of the simple phantom are shown in Fig. 4. The first column of Fig. 4 corresponds to case A.

The reconstructed images appear to be meaningless, which implies the algorithm without the prior image information
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(c)(b)(a)

Figure 2: Process of generating a weighting map. (a) Absolute-valued image of backprojection of data difference. (b)
Thresholded and digitized to a binary map. (c) Expanded map by use of smoothing and thresholding.

Figure 3: Weighting map boundaries are shown on top of the phantom images.

has ended up with a local minimum due to the extremely under-determinned situation. With the prior image as an

initial guess (case B) as shown in the second column of Fig. 4, the images have been improved greatly compared

to the results of case A. However, the images are far from the true image. In particular, the POCS-only image still

contains a substantial prior image component. It is striking that the TV algorithm in case C successfully reconstructed

the image as shown in the third column of Fig. 4, while the POCS-only still suffers.

The reconstructed images of the pelvis phantom are shown in Fig. 5. Similar behaviors of each case to the previous

example can be found in Fig. 5. The prior image dominates the POCS-only reconstructed images in cases B & C, and

the image reconstructed by the TV algorithm in case B has an overlap of the image components from the prior and

the measurement. Only the TV algorithm in case C reconstructed the image successfully. Please note that the display

window is wider than that used in the simple phantom case; the image error therefore shows up much more distinctly

in the simple phantom case although the object is simpler.

4 Discussion and Conclusion

The prior image, which contains regions unchanged from the current image, reduces the under-determinedness of the

linear imaging system. Depending on the amount of information that is translated from the prior image, the likelihood

of ending in a local minimum that satisfy the data fidelity conditions decreases substantially.

The examples studied in this work are all idealized. With real data, inconsistency comes from a variety of sources:

continuous nature of the object, imperfect scanning geometry calibration, physical data contamination such as scatter

and beam hardening, and noise. Evaluation of the effects of those factors and correction methods for each of them are
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POCS

TV

Case A Case B Case C

Figure 4: Reconstructed images of the simple phantom. No prior image information was used in case A (first-column)
Case B (mid-column) represents the case using prior image as an initial guess but no weighting map, and case C
(third-column) represents the case using both prior image and weighting map. Display window is [0.99,1.01].

POCS

TV

Case A Case B Case C

Figure 5: Reconstructed images of the pelvis phantom. Display window is [0.96,1.04].
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under our investigation. Although we have demonstrated the performance of the proposed algorithm in a 2D fan-beam

geometry, it is straightforward to extend the concept to 3D CBCT and numerical study results for 3D CBCT will be

reported during the conference.

Practical applications of the proposed method to few-view CBCT-based IGRT may require an accurate image

registration technique that correlates the few-view projections with the previous full-scan CBCT image. There exist

many algorithms that can register the projections to the CBCT image quite accurately using bony structures. Defining

a mask matrix (or a weighting map) can be a difficult task, but it can be done either by use of the backprojected data

difference like the first example in this paper, by use of manual drawing or by expansion of the contoured organs

based on empirical and statistical study. Please note that multiple disjoint regions can be locally updated using this

technique.

In conclusion, we have successfully demonstrated that the TV algorithm with prior image and weighting map can

reconstruct images from an extremely limited number of views from noiseless data in numerical studies.
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